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STL Chicago is part of Severn Trent Laboratories, Inc.

S A M P L E   I N F O R M A T I O N

Laboratory                    Customer                        Sample        Date          Time          Date          Time
Sample ID                     Sample ID                       Matrix       Sampled       Sampled      Received      Received

Date: 12/12/2003

Job Number.: 216879 Project Number.........: 20002955
Customer...: SCS Engineers, Inc.                         Customer Project ID....: HARDESTY FEDERAL CENTER 
Attn.......: David Brewer             Project Description....: Hardesty Federal Center Project         

216879-1      B11 F2                                         Oil        04/22/2003       09:00      04/23/2003       09:40

216879-2      B11 FLOOR SPILL                                Wipe       04/22/2003       09:15      04/23/2003       09:40

216879-3      B11 CONTAMINATION AREA                         Wipe       04/22/2003       10:00      04/23/2003       09:40

216879-4      B11 CHILLER PUMP                               Wipe       04/22/2003       10:30      04/23/2003       09:40

216879-5      B11 BASEMENT                                   Oil        04/22/2003       11:15      04/23/2003       09:40

216879-6      B11 BASEMENT WIPE                              Wipe       04/22/2003       11:20      04/23/2003       09:40

216879-7      T1141                                          Oil        04/22/2003       11:30      04/23/2003       09:40

216879-8      T1140                                          Oil        04/22/2003       11:40      04/23/2003       09:40

216879-9      T1139                                          Oil        04/22/2003       11:50      04/23/2003       09:40

216879-10     B3 POLY                                        Oil        04/22/2003       13:10      04/23/2003       09:40

216879-11     B3 OIL SWITCH                                  Oil        04/22/2003       13:20      04/23/2003       09:40

216879-12     B3 OIL SWITCH FLOOR                            Wipe       04/22/2003       13:30      04/23/2003       09:40

216879-13     B3 FLOOR                                       Wipe       04/22/2003       13:35      04/23/2003       09:40

216879-14     B9 F                                           Wipe       04/22/2003       14:05      04/23/2003       09:40

216879-15     B9 BASEMENT SED.                              Sediment    04/22/2003       14:10      04/23/2003       09:40

216879-16     B10 F2 PUDDLE                                  Water      04/22/2003       14:45      04/23/2003       09:40

216879-17     B7 WIPE SAMPLE 1                               Wipe       04/22/2003       15:35      04/23/2003       09:40

216879-18     B7 WIPE SAMPLE 2                               Wipe       04/22/2003       15:45      04/23/2003       09:40

216879-19     B10 BASEMENT SED.                             Sediment    04/22/2003       16:00      04/23/2003       09:40

216879-20     B10 WIPE                                       Wipe       04/22/2003       11:35      04/23/2003       09:40

216879-21     B10 BASEMENT CAGES                             Wipe       04/22/2003       15:00      04/23/2003       09:40

216879-22     T1139 DUP                                      Oil        04/22/2003       11:50      04/23/2003       09:40



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    T E S T    R E S U L T S
Job Number:                                                                                                              Date: 

CUSTOMER:                                                                PROJECT:                                                      ATTN:

Customer Sample ID:                                                              Laboratory Sample ID:
Date Sampled......:                                                              Date Received.......:
Time Sampled......:                                                              Time Received.......:
Sample Matrix.....:                              

TEST METHOD             PARAMETER/TEST DESCRIPTION              SAMPLE RESULT   Q FLAGS        MDL              RL       DILUTION    UNITS    BATCH  DT   DATE/TIME   TECH

* In Description = Dry Wgt. Page 2
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| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
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| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 

216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B11 F2                                                                             216879-1
04/22/2003                                                                         04/23/2003                   
09:00                                                                              09:40                        
Oil                                         

8082       PCB Analysis                                     
Aroclor 1016, Oil                                      480        U              480             480       1.00000    ug/Kg    82424      04/30/03 1344 mgk  
Aroclor 1221, Oil                                      480        U              480             480       1.00000    ug/Kg    82424      04/30/03 1344 mgk  
Aroclor 1232, Oil                                      480        U              480             480       1.00000    ug/Kg    82424      04/30/03 1344 mgk  
Aroclor 1242, Oil                                      480        U              480             480       1.00000    ug/Kg    82424      04/30/03 1344 mgk  
Aroclor 1248, Oil                                      480        U              480             480       1.00000    ug/Kg    82424      04/30/03 1344 mgk  
Aroclor 1254, Oil                                      480        U              480             480       1.00000    ug/Kg    82424      04/30/03 1344 mgk  
Aroclor 1260, Oil                                      480        U              480             480       1.00000    ug/Kg    82424      04/30/03 1344 mgk  



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    T E S T    R E S U L T S
Job Number:                                                                                                              Date: 

CUSTOMER:                                                                PROJECT:                                                      ATTN:

Customer Sample ID:                                                              Laboratory Sample ID:
Date Sampled......:                                                              Date Received.......:
Time Sampled......:                                                              Time Received.......:
Sample Matrix.....:                              

TEST METHOD             PARAMETER/TEST DESCRIPTION              SAMPLE RESULT   Q FLAGS        MDL              RL       DILUTION    UNITS    BATCH  DT   DATE/TIME   TECH

* In Description = Dry Wgt. Page 3

| | 
| | 
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| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 

216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B11 FLOOR SPILL                                                                    216879-2
04/22/2003                                                                         04/23/2003                   
09:15                                                                              09:40                        
Wipe                                        

8082       PCB Analysis                                     
Aroclor 1016, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      04/30/03 2333 mgk  
Aroclor 1221, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      04/30/03 2333 mgk  
Aroclor 1232, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      04/30/03 2333 mgk  
Aroclor 1242, Wipe                                       0.55                      0.50            0.50    1.00000   ug/Wipe   82420      04/30/03 2333 mgk  
Aroclor 1248, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      04/30/03 2333 mgk  
Aroclor 1254, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      04/30/03 2333 mgk  
Aroclor 1260, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      04/30/03 2333 mgk  



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    T E S T    R E S U L T S
Job Number:                                                                                                              Date: 

CUSTOMER:                                                                PROJECT:                                                      ATTN:

Customer Sample ID:                                                              Laboratory Sample ID:
Date Sampled......:                                                              Date Received.......:
Time Sampled......:                                                              Time Received.......:
Sample Matrix.....:                              

TEST METHOD             PARAMETER/TEST DESCRIPTION              SAMPLE RESULT   Q FLAGS        MDL              RL       DILUTION    UNITS    BATCH  DT   DATE/TIME   TECH

* In Description = Dry Wgt. Page 4

| | 
| | 
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| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 

216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B11 CONTAMINATION AREA                                                             216879-3
04/22/2003                                                                         04/23/2003                   
10:00                                                                              09:40                        
Wipe                                        

8082       PCB Analysis                                     
Aroclor 1016, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0005 mgk  
Aroclor 1221, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0005 mgk  
Aroclor 1232, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0005 mgk  
Aroclor 1242, Wipe                                       0.84                      0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0005 mgk  
Aroclor 1248, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0005 mgk  
Aroclor 1254, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0005 mgk  
Aroclor 1260, Wipe                                       2.2                       0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0005 mgk  



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    T E S T    R E S U L T S
Job Number:                                                                                                              Date: 

CUSTOMER:                                                                PROJECT:                                                      ATTN:

Customer Sample ID:                                                              Laboratory Sample ID:
Date Sampled......:                                                              Date Received.......:
Time Sampled......:                                                              Time Received.......:
Sample Matrix.....:                              

TEST METHOD             PARAMETER/TEST DESCRIPTION              SAMPLE RESULT   Q FLAGS        MDL              RL       DILUTION    UNITS    BATCH  DT   DATE/TIME   TECH

* In Description = Dry Wgt. Page 5

| | 
| | 
| | 
| | 
| | 
| | 
| | 
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| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 

216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B11 CHILLER PUMP                                                                   216879-4
04/22/2003                                                                         04/23/2003                   
10:30                                                                              09:40                        
Wipe                                        

8082       PCB Analysis                                     
Aroclor 1016, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0038 mgk  
Aroclor 1221, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0038 mgk  
Aroclor 1232, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0038 mgk  
Aroclor 1242, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0038 mgk  
Aroclor 1248, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0038 mgk  
Aroclor 1254, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0038 mgk  
Aroclor 1260, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0038 mgk  



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    T E S T    R E S U L T S
Job Number:                                                                                                              Date: 

CUSTOMER:                                                                PROJECT:                                                      ATTN:

Customer Sample ID:                                                              Laboratory Sample ID:
Date Sampled......:                                                              Date Received.......:
Time Sampled......:                                                              Time Received.......:
Sample Matrix.....:                              

TEST METHOD             PARAMETER/TEST DESCRIPTION              SAMPLE RESULT   Q FLAGS        MDL              RL       DILUTION    UNITS    BATCH  DT   DATE/TIME   TECH

* In Description = Dry Wgt. Page 6

| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
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| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 

216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B11 BASEMENT                                                                       216879-5
04/22/2003                                                                         04/23/2003                   
11:15                                                                              09:40                        
Oil                                         

8082       PCB Analysis                                     
Aroclor 1016, Oil                                      490        U              490             490       1.00000    ug/Kg    82424      04/30/03 1627 mgk  
Aroclor 1221, Oil                                      490        U              490             490       1.00000    ug/Kg    82424      04/30/03 1627 mgk  
Aroclor 1232, Oil                                      490        U              490             490       1.00000    ug/Kg    82424      04/30/03 1627 mgk  
Aroclor 1242, Oil                                      490        U              490             490       1.00000    ug/Kg    82424      04/30/03 1627 mgk  
Aroclor 1248, Oil                                      490        U              490             490       1.00000    ug/Kg    82424      04/30/03 1627 mgk  
Aroclor 1254, Oil                                      490        U              490             490       1.00000    ug/Kg    82424      04/30/03 1627 mgk  
Aroclor 1260, Oil                                      490        U              490             490       1.00000    ug/Kg    82424      04/30/03 1627 mgk  



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    T E S T    R E S U L T S
Job Number:                                                                                                              Date: 

CUSTOMER:                                                                PROJECT:                                                      ATTN:

Customer Sample ID:                                                              Laboratory Sample ID:
Date Sampled......:                                                              Date Received.......:
Time Sampled......:                                                              Time Received.......:
Sample Matrix.....:                              

TEST METHOD             PARAMETER/TEST DESCRIPTION              SAMPLE RESULT   Q FLAGS        MDL              RL       DILUTION    UNITS    BATCH  DT   DATE/TIME   TECH

* In Description = Dry Wgt. Page 7

| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
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| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 

216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B11 BASEMENT WIPE                                                                  216879-6
04/22/2003                                                                         04/23/2003                   
11:20                                                                              09:40                        
Wipe                                        

8082       PCB Analysis                                     
Aroclor 1016, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0111 mgk  
Aroclor 1221, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0111 mgk  
Aroclor 1232, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0111 mgk  
Aroclor 1242, Wipe                                       0.67                      0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0111 mgk  
Aroclor 1248, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0111 mgk  
Aroclor 1254, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0111 mgk  
Aroclor 1260, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0111 mgk  



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    T E S T    R E S U L T S
Job Number:                                                                                                              Date: 

CUSTOMER:                                                                PROJECT:                                                      ATTN:

Customer Sample ID:                                                              Laboratory Sample ID:
Date Sampled......:                                                              Date Received.......:
Time Sampled......:                                                              Time Received.......:
Sample Matrix.....:                              

TEST METHOD             PARAMETER/TEST DESCRIPTION              SAMPLE RESULT   Q FLAGS        MDL              RL       DILUTION    UNITS    BATCH  DT   DATE/TIME   TECH

* In Description = Dry Wgt. Page 8

| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 

| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 

216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

T1141                                                                              216879-7
04/22/2003                                                                         04/23/2003                   
11:30                                                                              09:40                        
Oil                                         

8082       PCB Analysis                                     
Aroclor 1016, Oil                                     4800        U             4800            4800       10.0000    ug/Kg    82424      04/30/03 1700 mgk  
Aroclor 1221, Oil                                     4800        U             4800            4800       10.0000    ug/Kg    82424      04/30/03 1700 mgk  
Aroclor 1232, Oil                                     4800        U             4800            4800       10.0000    ug/Kg    82424      04/30/03 1700 mgk  
Aroclor 1242, Oil                                     4800        U             4800            4800       10.0000    ug/Kg    82424      04/30/03 1700 mgk  
Aroclor 1248, Oil                                     4800        U             4800            4800       10.0000    ug/Kg    82424      04/30/03 1700 mgk  
Aroclor 1254, Oil                                     4800        U             4800            4800       10.0000    ug/Kg    82424      04/30/03 1700 mgk  
Aroclor 1260, Oil                                    33000                      4800            4800       10.0000    ug/Kg    82424      04/30/03 1700 mgk  



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    T E S T    R E S U L T S
Job Number:                                                                                                              Date: 

CUSTOMER:                                                                PROJECT:                                                      ATTN:

Customer Sample ID:                                                              Laboratory Sample ID:
Date Sampled......:                                                              Date Received.......:
Time Sampled......:                                                              Time Received.......:
Sample Matrix.....:                              

TEST METHOD             PARAMETER/TEST DESCRIPTION              SAMPLE RESULT   Q FLAGS        MDL              RL       DILUTION    UNITS    BATCH  DT   DATE/TIME   TECH

* In Description = Dry Wgt. Page 9

| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 

| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 

216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

T1140                                                                              216879-8
04/22/2003                                                                         04/23/2003                   
11:40                                                                              09:40                        
Oil                                         

8082       PCB Analysis                                     
Aroclor 1016, Oil                                      990        U              990             990       2.00000    ug/Kg    82424      04/30/03 1732 mgk  
Aroclor 1221, Oil                                      990        U              990             990       2.00000    ug/Kg    82424      04/30/03 1732 mgk  
Aroclor 1232, Oil                                      990        U              990             990       2.00000    ug/Kg    82424      04/30/03 1732 mgk  
Aroclor 1242, Oil                                      990        U              990             990       2.00000    ug/Kg    82424      04/30/03 1732 mgk  
Aroclor 1248, Oil                                      990        U              990             990       2.00000    ug/Kg    82424      04/30/03 1732 mgk  
Aroclor 1254, Oil                                      990        U              990             990       2.00000    ug/Kg    82424      04/30/03 1732 mgk  
Aroclor 1260, Oil                                     4100                       990             990       2.00000    ug/Kg    82424      04/30/03 1732 mgk  



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    T E S T    R E S U L T S
Job Number:                                                                                                              Date: 

CUSTOMER:                                                                PROJECT:                                                      ATTN:

Customer Sample ID:                                                              Laboratory Sample ID:
Date Sampled......:                                                              Date Received.......:
Time Sampled......:                                                              Time Received.......:
Sample Matrix.....:                              

TEST METHOD             PARAMETER/TEST DESCRIPTION              SAMPLE RESULT   Q FLAGS        MDL              RL       DILUTION    UNITS    BATCH  DT   DATE/TIME   TECH

* In Description = Dry Wgt. Page 10

| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 

| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 

216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

T1139                                                                              216879-9
04/22/2003                                                                         04/23/2003                   
11:50                                                                              09:40                        
Oil                                         

8082       PCB Analysis                                     
Aroclor 1016, Oil                                     9600        U             9600            9600       20.0000    ug/Kg    82424      04/30/03 1805 mgk  
Aroclor 1221, Oil                                     9600        U             9600            9600       20.0000    ug/Kg    82424      04/30/03 1805 mgk  
Aroclor 1232, Oil                                     9600        U             9600            9600       20.0000    ug/Kg    82424      04/30/03 1805 mgk  
Aroclor 1242, Oil                                     9600        U             9600            9600       20.0000    ug/Kg    82424      04/30/03 1805 mgk  
Aroclor 1248, Oil                                     9600        U             9600            9600       20.0000    ug/Kg    82424      04/30/03 1805 mgk  
Aroclor 1254, Oil                                     9600        U             9600            9600       20.0000    ug/Kg    82424      04/30/03 1805 mgk  
Aroclor 1260, Oil                                    57000                      9600            9600       20.0000    ug/Kg    82424      04/30/03 1805 mgk  



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    T E S T    R E S U L T S
Job Number:                                                                                                              Date: 

CUSTOMER:                                                                PROJECT:                                                      ATTN:

Customer Sample ID:                                                              Laboratory Sample ID:
Date Sampled......:                                                              Date Received.......:
Time Sampled......:                                                              Time Received.......:
Sample Matrix.....:                              

TEST METHOD             PARAMETER/TEST DESCRIPTION              SAMPLE RESULT   Q FLAGS        MDL              RL       DILUTION    UNITS    BATCH  DT   DATE/TIME   TECH

* In Description = Dry Wgt. Page 11

| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 

| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 

216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B3 POLY                                                                            216879-10
04/22/2003                                                                         04/23/2003                   
13:10                                                                              09:40                        
Oil                                         

8082       PCB Analysis                                     
Aroclor 1016, Oil                                      960        U              960             960       2.00000    ug/Kg    82424      04/30/03 1911 mgk  
Aroclor 1221, Oil                                      960        U              960             960       2.00000    ug/Kg    82424      04/30/03 1911 mgk  
Aroclor 1232, Oil                                      960        U              960             960       2.00000    ug/Kg    82424      04/30/03 1911 mgk  
Aroclor 1242, Oil                                      960        U              960             960       2.00000    ug/Kg    82424      04/30/03 1911 mgk  
Aroclor 1248, Oil                                      960        U              960             960       2.00000    ug/Kg    82424      04/30/03 1911 mgk  
Aroclor 1254, Oil                                      960        U              960             960       2.00000    ug/Kg    82424      04/30/03 1911 mgk  
Aroclor 1260, Oil                                     5500                       960             960       2.00000    ug/Kg    82424      04/30/03 1911 mgk  



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    T E S T    R E S U L T S
Job Number:                                                                                                              Date: 

CUSTOMER:                                                                PROJECT:                                                      ATTN:

Customer Sample ID:                                                              Laboratory Sample ID:
Date Sampled......:                                                              Date Received.......:
Time Sampled......:                                                              Time Received.......:
Sample Matrix.....:                              

TEST METHOD             PARAMETER/TEST DESCRIPTION              SAMPLE RESULT   Q FLAGS        MDL              RL       DILUTION    UNITS    BATCH  DT   DATE/TIME   TECH

* In Description = Dry Wgt. Page 12

| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 

| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 

216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B3 OIL SWITCH                                                                      216879-11
04/22/2003                                                                         04/23/2003                   
13:20                                                                              09:40                        
Oil                                         

8082       PCB Analysis                                     
Aroclor 1016, Oil                                      440        U              440             440       1.00000    ug/Kg    82424      04/30/03 1944 mgk  
Aroclor 1221, Oil                                      440        U              440             440       1.00000    ug/Kg    82424      04/30/03 1944 mgk  
Aroclor 1232, Oil                                      440        U              440             440       1.00000    ug/Kg    82424      04/30/03 1944 mgk  
Aroclor 1242, Oil                                      440        U              440             440       1.00000    ug/Kg    82424      04/30/03 1944 mgk  
Aroclor 1248, Oil                                      440        U              440             440       1.00000    ug/Kg    82424      04/30/03 1944 mgk  
Aroclor 1254, Oil                                      440        U              440             440       1.00000    ug/Kg    82424      04/30/03 1944 mgk  
Aroclor 1260, Oil                                      440        U              440             440       1.00000    ug/Kg    82424      04/30/03 1944 mgk  



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    T E S T    R E S U L T S
Job Number:                                                                                                              Date: 

CUSTOMER:                                                                PROJECT:                                                      ATTN:

Customer Sample ID:                                                              Laboratory Sample ID:
Date Sampled......:                                                              Date Received.......:
Time Sampled......:                                                              Time Received.......:
Sample Matrix.....:                              

TEST METHOD             PARAMETER/TEST DESCRIPTION              SAMPLE RESULT   Q FLAGS        MDL              RL       DILUTION    UNITS    BATCH  DT   DATE/TIME   TECH

* In Description = Dry Wgt. Page 13

| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 

| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 

216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B3 OIL SWITCH FLOOR                                                                216879-12
04/22/2003                                                                         04/23/2003                   
13:30                                                                              09:40                        
Wipe                                        

8082       PCB Analysis                                     
Aroclor 1016, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0216 mgk  
Aroclor 1221, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0216 mgk  
Aroclor 1232, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0216 mgk  
Aroclor 1242, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0216 mgk  
Aroclor 1248, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0216 mgk  
Aroclor 1254, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0216 mgk  
Aroclor 1260, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0216 mgk  



STL Chicago is part of Severn Trent Laboratories, Inc.
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B3 FLOOR                                                                           216879-13
04/22/2003                                                                         04/23/2003                   
13:35                                                                              09:40                        
Wipe                                        

8082       PCB Analysis                                     
Aroclor 1016, Wipe                                      25        U               25              25       50.0000   ug/Wipe   82420      05/01/03 0322 mgk  
Aroclor 1221, Wipe                                      25        U               25              25       50.0000   ug/Wipe   82420      05/01/03 0322 mgk  
Aroclor 1232, Wipe                                      25        U               25              25       50.0000   ug/Wipe   82420      05/01/03 0322 mgk  
Aroclor 1242, Wipe                                      25        U               25              25       50.0000   ug/Wipe   82420      05/01/03 0322 mgk  
Aroclor 1248, Wipe                                      25        U               25              25       50.0000   ug/Wipe   82420      05/01/03 0322 mgk  
Aroclor 1254, Wipe                                      25        U               25              25       50.0000   ug/Wipe   82420      05/01/03 0322 mgk  
Aroclor 1260, Wipe                                     200                        25              25       50.0000   ug/Wipe   82420      05/01/03 0322 mgk  



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    T E S T    R E S U L T S
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SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B9 F                                                                               216879-14
04/22/2003                                                                         04/23/2003                   
14:05                                                                              09:40                        
Wipe                                        

8082       PCB Analysis                                     
Aroclor 1016, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0355 mgk  
Aroclor 1221, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0355 mgk  
Aroclor 1232, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0355 mgk  
Aroclor 1242, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0355 mgk  
Aroclor 1248, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0355 mgk  
Aroclor 1254, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0355 mgk  
Aroclor 1260, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0355 mgk  
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SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B9 BASEMENT SED.                                                                   216879-15
04/22/2003                                                                         04/23/2003                   
14:10                                                                              09:40                        
Sediment                                    

Method      % Solids Determination                           
% Solids, Solid                                         98.0                       0.10            0.10    1            %      82282      04/30/03 0000 daj  
% Moisture, Solid                                        2.0                       0.10            0.10    1            %      82282      04/30/03 0000 daj  

7471A       Mercury (CVAA) Solids                            
Mercury, Solid*                                          1.8                       0.044           0.17    10         mg/Kg    82369      04/30/03 1537 gok  

6010B       Metals Analysis (ICAP Trace)                     
Arsenic, Solid*                                         15                         0.49            0.96    1          mg/Kg    82127      04/28/03 1923 tds  
Barium, Solid*                                         120                         0.15            0.96    1          mg/Kg    82127      04/28/03 1923 tds  
Cadmium, Solid*                                         10                         0.077           0.19    1          mg/Kg    82127      04/28/03 1923 tds  
Chromium, Solid*                                        22                         0.21            0.96    1          mg/Kg    82127      04/28/03 1923 tds  
Lead, Solid*                                           130                         0.41            0.48    1          mg/Kg    82127      04/28/03 1923 tds  
Selenium, Solid*                                         9.6      U                3.9             9.6     10         mg/Kg    82719      05/04/03 0748 tds  
Silver, Solid*                                           0.53                      0.30            0.48    1          mg/Kg    82127      04/28/03 1923 tds  

8270C       Semivolatile Organics                            
Phenol, Solid*                                         670        U              170             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Bis(2-chloroethyl)ether, Solid*                        670        U              180             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
1,3-Dichlorobenzene, Solid*                            670        U              190             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
1,4-Dichlorobenzene, Solid*                            670        U              150             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
1,2-Dichlorobenzene, Solid*                            670        U              170             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Benzyl alcohol, Solid*                                 670        U              210             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
2-Methylphenol (o-cresol), Solid*                      670        U              250             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
2,2-oxybis (1-chloropropane), Solid*                   670        U              350             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
n-Nitroso-di-n-propylamine, Solid*                     670        U              200             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Hexachloroethane, Solid*                               670        U              160             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
4-Methylphenol (m/p-cresol), Solid*                    670        U              240             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
2-Chlorophenol, Solid*                                 670        U              140             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  



STL Chicago is part of Severn Trent Laboratories, Inc.
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SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B9 BASEMENT SED.                                                                   216879-15
04/22/2003                                                                         04/23/2003                   
14:10                                                                              09:40                        
Sediment                                    

Nitrobenzene, Solid*                                   670        U              130             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Bis(2-chloroethoxy)methane, Solid*                     670        U              120             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
1,2,4-Trichlorobenzene, Solid*                         670        U               99             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Benzoic acid, Solid*                                   500        J              350            3400       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Isophorone, Solid*                                     670        U              100             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
2,4-Dimethylphenol, Solid*                             670        U              450             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Hexachlorobutadiene, Solid*                            670        U              140             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Naphthalene, Solid*                                    670        U              130             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
2,4-Dichlorophenol, Solid*                             670        U              120             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
4-Chloroaniline, Solid*                                670        U              260             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
2,4,6-Trichlorophenol, Solid*                          670        U              140             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
2,4,5-Trichlorophenol, Solid*                         3400        U              140            3400       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Hexachlorocyclopentadiene, Solid*                      670        U              240             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
2-Methylnaphthalene, Solid*                            670        U              480             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
2-Nitroaniline, Solid*                                3400        U              220            3400       1.00000    ug/Kg    83409      05/09/03 1645 glr  
2-Chloronaphthalene, Solid*                            670        U              110             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
4-Chloro-3-methylphenol, Solid*                        670        U              170             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
2,6-Dinitrotoluene, Solid*                             670        U              160             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
2-Nitrophenol, Solid*                                  670        U              160             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
3-Nitroaniline, Solid*                                3400        U              280            3400       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Dimethyl phthalate, Solid*                             670        U              150             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
2,4-Dinitrophenol, Solid*                             3400        U              400            3400       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Acenaphthylene, Solid*                                 670        U              110             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
2,4-Dinitrotoluene, Solid*                             670        U              150             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Acenaphthene, Solid*                                   670        U              110             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Dibenzofuran, Solid*                                   670        U              110             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
4-Nitrophenol, Solid*                                 3400        U              740            3400       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Fluorene, Solid*                                       670        U              200             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
4-Nitroaniline, Solid*                                3400        U              270            3400       1.00000    ug/Kg    83409      05/09/03 1645 glr  
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B9 BASEMENT SED.                                                                   216879-15
04/22/2003                                                                         04/23/2003                   
14:10                                                                              09:40                        
Sediment                                    

4-Bromophenyl phenyl ether, Solid*                     670        U              190             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Hexachlorobenzene, Solid*                              670        U              140             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Diethyl phthalate, Solid*                              670        U              190             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
4-Chlorophenyl phenyl ether, Solid*                    670        U              180             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Pentachlorophenol, Solid*                             1300        J              370            3400       1.00000    ug/Kg    83409      05/09/03 1645 glr  
n-Nitrosodiphenylamine, Solid*                         670        U              220             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
4,6-Dinitro-2-methylphenol, Solid*                    3400        U              290            3400       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Phenanthrene, Solid*                                   250        J              140             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Anthracene, Solid*                                     670        U              150             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Carbazole, Solid*                                      670        U              170             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Di-n-butyl phthalate, Solid*                        130000                      2900           13000       20.00000   ug/Kg    83409   D1 05/09/03 1715 glr  
Benzidine, Solid*                                     6700        U             4000            6700       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Fluoranthene, Solid*                                   670        U              190             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Pyrene, Solid*                                         670        U              290             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Butyl benzyl phthalate, Solid*                        3100                       230             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Benzo(a)anthracene, Solid*                             670        U              110             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Chrysene, Solid*                                        82        J               81             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
3,3-Dichlorobenzidine, Solid*                         1400        U              230            1400       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Bis(2-ethylhexyl)phthalate, Solid*                    2600                       230             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Di-n-octyl phthalate, Solid*                           670        U              540             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Benzo(b)fluoranthene, Solid*                           670        U              220             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Benzo(k)fluoranthene, Solid*                           670        U              230             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Benzo(a)pyrene, Solid*                                 670        U              120             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Indeno(1,2,3-cd)pyrene, Solid*                         670        U              230             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Dibenzo(a,h)anthracene, Solid*                         670        U              230             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
Benzo(ghi)perylene, Solid*                             670        U              310             670       1.00000    ug/Kg    83409      05/09/03 1645 glr  
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216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B10 F2 PUDDLE                                                                      216879-16
04/22/2003                                                                         04/23/2003                   
14:45                                                                              09:40                        
Water                                       

8082       PCB Analysis                                     
Aroclor 1016                                             2.5      U                0.85            2.5     1.00000     ug/L    82412      04/26/03 0234 mgk  
Aroclor 1221                                             2.5      U                2.3             2.5     1.00000     ug/L    82412      04/26/03 0234 mgk  
Aroclor 1232                                             2.5      U                1.1             2.5     1.00000     ug/L    82412      04/26/03 0234 mgk  
Aroclor 1242                                             2.5      U                0.95            2.5     1.00000     ug/L    82412      04/26/03 0234 mgk  
Aroclor 1248                                             2.5      U                1.0             2.5     1.00000     ug/L    82412      04/26/03 0234 mgk  
Aroclor 1254                                             2.5      U                0.65            2.5     1.00000     ug/L    82412      04/26/03 0234 mgk  
Aroclor 1260                                             2.5      U                0.75            2.5     1.00000     ug/L    82412      04/26/03 0234 mgk  

OA-2       Extractable Petroleum Products                   
Diesel Fuel as OA-2                                      0.18     U                0.12            0.18    1.00000     mg/L    83079      05/07/03 1633 pjg  
Motor Oil (MRO)                                          7.3                       0.17            0.35    1.00000     mg/L    83079      05/07/03 1633 pjg  
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216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B7 WIPE SAMPLE 1                                                                   216879-17
04/22/2003                                                                         04/23/2003                   
15:35                                                                              09:40                        
Wipe                                        

8082       PCB Analysis                                     
Aroclor 1016, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0427 mgk  
Aroclor 1221, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0427 mgk  
Aroclor 1232, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0427 mgk  
Aroclor 1242, Wipe                                       0.51                      0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0427 mgk  
Aroclor 1248, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0427 mgk  
Aroclor 1254, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0427 mgk  
Aroclor 1260, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0427 mgk  
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TEST METHOD             PARAMETER/TEST DESCRIPTION              SAMPLE RESULT   Q FLAGS        MDL              RL       DILUTION    UNITS    BATCH  DT   DATE/TIME   TECH

* In Description = Dry Wgt. Page 21

| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 

| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 

216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B7 WIPE SAMPLE 2                                                                   216879-18
04/22/2003                                                                         04/23/2003                   
15:45                                                                              09:40                        
Wipe                                        

8082       PCB Analysis                                     
Aroclor 1016, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0533 mgk  
Aroclor 1221, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0533 mgk  
Aroclor 1232, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0533 mgk  
Aroclor 1242, Wipe                                       1.1                       0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0533 mgk  
Aroclor 1248, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0533 mgk  
Aroclor 1254, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0533 mgk  
Aroclor 1260, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0533 mgk  
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216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B10 BASEMENT SED.                                                                  216879-19
04/22/2003                                                                         04/23/2003                   
16:00                                                                              09:40                        
Sediment                                    

Method      % Solids Determination                           
% Solids, Solid                                         47.5                       0.10            0.10    1            %      82282      04/30/03 0000 daj  
% Moisture, Solid                                       52.5                       0.10            0.10    1            %      82282      04/30/03 0000 daj  

7471A       Mercury (CVAA) Solids                            
Mercury, Solid*                                          0.35                      0.0091          0.035   1          mg/Kg    82369      04/30/03 1521 gok  

6010B       Metals Analysis (ICAP Trace)                     
Arsenic, Solid*                                          2.1                       0.97            1.9     1          mg/Kg    82127      04/28/03 2022 tds  
Barium, Solid*                                         110                         0.30            1.9     1          mg/Kg    82127      04/28/03 2022 tds  
Cadmium, Solid*                                          5.6                       0.15            0.38    1          mg/Kg    82127      04/28/03 2022 tds  
Chromium, Solid*                                        95                         0.42            1.9     1          mg/Kg    82127      04/28/03 2022 tds  
Lead, Solid*                                           300                         0.82            0.95    1          mg/Kg    82127      04/28/03 2022 tds  
Selenium, Solid*                                         2.6                       0.76            1.9     1          mg/Kg    82127      04/28/03 2022 tds  
Silver, Solid*                                           0.95     U                0.59            0.95    1          mg/Kg    82127      04/28/03 2022 tds  

8270C       Semivolatile Organics                            
Phenol, Solid*                                         660        U              170             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Bis(2-chloroethyl)ether, Solid*                        660        U              180             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
1,3-Dichlorobenzene, Solid*                            660        U              190             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
1,4-Dichlorobenzene, Solid*                            660        U              150             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
1,2-Dichlorobenzene, Solid*                            660        U              170             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Benzyl alcohol, Solid*                                2000                       210             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
2-Methylphenol (o-cresol), Solid*                      660        U              250             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
2,2-oxybis (1-chloropropane), Solid*                   660        U              350             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
n-Nitroso-di-n-propylamine, Solid*                     660        U              200             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Hexachloroethane, Solid*                               660        U              160             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
4-Methylphenol (m/p-cresol), Solid*                    660        U              240             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
2-Chlorophenol, Solid*                                 660        U              140             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
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216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B10 BASEMENT SED.                                                                  216879-19
04/22/2003                                                                         04/23/2003                   
16:00                                                                              09:40                        
Sediment                                    

Nitrobenzene, Solid*                                   660        U              130             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Bis(2-chloroethoxy)methane, Solid*                     660        U              120             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
1,2,4-Trichlorobenzene, Solid*                         660        U               98             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Benzoic acid, Solid*                                  3400        U              340            3400       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Isophorone, Solid*                                     660        U              100             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
2,4-Dimethylphenol, Solid*                             660        U              450             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Hexachlorobutadiene, Solid*                            660        U              140             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Naphthalene, Solid*                                   4900                       130             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
2,4-Dichlorophenol, Solid*                             660        U              110             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
4-Chloroaniline, Solid*                                660        U              260             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
2,4,6-Trichlorophenol, Solid*                          660        U              140             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
2,4,5-Trichlorophenol, Solid*                         3400        U              130            3400       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Hexachlorocyclopentadiene, Solid*                      660        U              240             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
2-Methylnaphthalene, Solid*                           4200                       480             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
2-Nitroaniline, Solid*                                3400        U              210            3400       1.00000    ug/Kg    83409      05/07/03 1830 glr  
2-Chloronaphthalene, Solid*                            660        U              110             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
4-Chloro-3-methylphenol, Solid*                        660        U              170             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
2,6-Dinitrotoluene, Solid*                             660        U              160             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
2-Nitrophenol, Solid*                                  660        U              150             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
3-Nitroaniline, Solid*                                3400        U              280            3400       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Dimethyl phthalate, Solid*                             660        U              150             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
2,4-Dinitrophenol, Solid*                             3400        U              400            3400       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Acenaphthylene, Solid*                                 200        J              110             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
2,4-Dinitrotoluene, Solid*                             660        U              150             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Acenaphthene, Solid*                                  2000                       110             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Dibenzofuran, Solid*                                  6200                       110             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
4-Nitrophenol, Solid*                                 3400        U              740            3400       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Fluorene, Solid*                                      5300                       200             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
4-Nitroaniline, Solid*                                3400        U              270            3400       1.00000    ug/Kg    83409      05/07/03 1830 glr  



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    T E S T    R E S U L T S
Job Number:                                                                                                              Date: 

CUSTOMER:                                                                PROJECT:                                                      ATTN:

Customer Sample ID:                                                              Laboratory Sample ID:
Date Sampled......:                                                              Date Received.......:
Time Sampled......:                                                              Time Received.......:
Sample Matrix.....:                              

TEST METHOD             PARAMETER/TEST DESCRIPTION              SAMPLE RESULT   Q FLAGS        MDL              RL       DILUTION    UNITS    BATCH  DT   DATE/TIME   TECH

* In Description = Dry Wgt. Page 24
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216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B10 BASEMENT SED.                                                                  216879-19
04/22/2003                                                                         04/23/2003                   
16:00                                                                              09:40                        
Sediment                                    

4-Bromophenyl phenyl ether, Solid*                     660        U              180             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Hexachlorobenzene, Solid*                              660        U              140             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Diethyl phthalate, Solid*                              580        J              190             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
4-Chlorophenyl phenyl ether, Solid*                    660        U              170             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Pentachlorophenol, Solid*                             3400        U              370            3400       1.00000    ug/Kg    83409      05/07/03 1830 glr  
n-Nitrosodiphenylamine, Solid*                         660        U              220             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
4,6-Dinitro-2-methylphenol, Solid*                    3400        U              280            3400       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Phenanthrene, Solid*                                 29000                      1400            6600       10.00000   ug/Kg    83409   D1 05/07/03 1910 glr  
Anthracene, Solid*                                    9600                      1500            6600       10.00000   ug/Kg    83409   D1 05/07/03 1910 glr  
Carbazole, Solid*                                     6500            H          170             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Di-n-butyl phthalate, Solid*                          6800            H          140             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Benzidine, Solid*                                     6600        U             4000            6600       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Fluoranthene, Solid*                                 52000                      1900            6600       10.00000   ug/Kg    83409   D1 05/07/03 1910 glr  
Pyrene, Solid*                                       32000                      2900            6600       10.00000   ug/Kg    83409   D1 05/07/03 1910 glr  
Butyl benzyl phthalate, Solid*                      210000                     23000           66000       100.0000   ug/Kg    83409   D2 05/07/03 1939 glr  
Benzo(a)anthracene, Solid*                           24000                      1100            6600       10.00000   ug/Kg    83409   D1 05/07/03 1910 glr  
Chrysene, Solid*                                     20000                       800            6600       10.00000   ug/Kg    83409   D1 05/07/03 1910 glr  
3,3-Dichlorobenzidine, Solid*                         1300        U              230            1300       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Bis(2-ethylhexyl)phthalate, Solid*                    5600                       230             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Di-n-octyl phthalate, Solid*                           660        U              530             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Benzo(b)fluoranthene, Solid*                         30000                      2200            6600       10.00000   ug/Kg    83409   D1 05/07/03 1910 glr  
Benzo(k)fluoranthene, Solid*                          7700            M          230             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Benzo(a)pyrene, Solid*                               20000                      1200            6600       10.00000   ug/Kg    83409   D1 05/07/03 1910 glr  
Indeno(1,2,3-cd)pyrene, Solid*                       12000                      2200            6600       10.00000   ug/Kg    83409   D1 05/07/03 1910 glr  
Dibenzo(a,h)anthracene, Solid*                        5700                       220             660       1.00000    ug/Kg    83409      05/07/03 1830 glr  
Benzo(ghi)perylene, Solid*                           12000                      3100            6600       10.00000   ug/Kg    83409   D1 05/07/03 1910 glr  



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    T E S T    R E S U L T S
Job Number:                                                                                                              Date: 

CUSTOMER:                                                                PROJECT:                                                      ATTN:

Customer Sample ID:                                                              Laboratory Sample ID:
Date Sampled......:                                                              Date Received.......:
Time Sampled......:                                                              Time Received.......:
Sample Matrix.....:                              

TEST METHOD             PARAMETER/TEST DESCRIPTION              SAMPLE RESULT   Q FLAGS        MDL              RL       DILUTION    UNITS    BATCH  DT   DATE/TIME   TECH

* In Description = Dry Wgt. Page 25
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216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B10 WIPE                                                                           216879-20
04/22/2003                                                                         04/23/2003                   
11:35                                                                              09:40                        
Wipe                                        

8082       PCB Analysis                                     
Aroclor 1016, Wipe                                      10        U               10              10       20.0000   ug/Wipe   82420      05/01/03 0639 mgk  
Aroclor 1221, Wipe                                      10        U               10              10       20.0000   ug/Wipe   82420      05/01/03 0639 mgk  
Aroclor 1232, Wipe                                      10        U               10              10       20.0000   ug/Wipe   82420      05/01/03 0639 mgk  
Aroclor 1242, Wipe                                      10        U               10              10       20.0000   ug/Wipe   82420      05/01/03 0639 mgk  
Aroclor 1248, Wipe                                      10        U               10              10       20.0000   ug/Wipe   82420      05/01/03 0639 mgk  
Aroclor 1254, Wipe                                      10        U               10              10       20.0000   ug/Wipe   82420      05/01/03 0639 mgk  
Aroclor 1260, Wipe                                      86                        10              10       20.0000   ug/Wipe   82420      05/01/03 0639 mgk  



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    T E S T    R E S U L T S
Job Number:                                                                                                              Date: 

CUSTOMER:                                                                PROJECT:                                                      ATTN:

Customer Sample ID:                                                              Laboratory Sample ID:
Date Sampled......:                                                              Date Received.......:
Time Sampled......:                                                              Time Received.......:
Sample Matrix.....:                              

TEST METHOD             PARAMETER/TEST DESCRIPTION              SAMPLE RESULT   Q FLAGS        MDL              RL       DILUTION    UNITS    BATCH  DT   DATE/TIME   TECH

* In Description = Dry Wgt. Page 26
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216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

B10 BASEMENT CAGES                                                                 216879-21
04/22/2003                                                                         04/23/2003                   
15:00                                                                              09:40                        
Wipe                                        

8082       PCB Analysis                                     
Aroclor 1016, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0744 mgk  
Aroclor 1221, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0744 mgk  
Aroclor 1232, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0744 mgk  
Aroclor 1242, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0744 mgk  
Aroclor 1248, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0744 mgk  
Aroclor 1254, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0744 mgk  
Aroclor 1260, Wipe                                       0.50     U                0.50            0.50    1.00000   ug/Wipe   82420      05/01/03 0744 mgk  



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    T E S T    R E S U L T S
Job Number:                                                                                                              Date: 

CUSTOMER:                                                                PROJECT:                                                      ATTN:

Customer Sample ID:                                                              Laboratory Sample ID:
Date Sampled......:                                                              Date Received.......:
Time Sampled......:                                                              Time Received.......:
Sample Matrix.....:                              

TEST METHOD             PARAMETER/TEST DESCRIPTION              SAMPLE RESULT   Q FLAGS        MDL              RL       DILUTION    UNITS    BATCH  DT   DATE/TIME   TECH

* In Description = Dry Wgt. Page 27

| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 
| | 

| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 
| | | | | | | | | | | | 

216879                                                                                                            12/12/2003

SCS Engineers, Inc.                                                     HARDESTY FEDERAL CEN                                        David Brewer             

T1139 DUP                                                                          216879-22
04/22/2003                                                                         04/23/2003                   
11:50                                                                              09:40                        
Oil                                         

8082       PCB Analysis                                     
Aroclor 1016, Oil                                     9600        U             9600            9600       20.0000    ug/Kg    82424      04/30/03 2049 mgk  
Aroclor 1221, Oil                                     9600        U             9600            9600       20.0000    ug/Kg    82424      04/30/03 2049 mgk  
Aroclor 1232, Oil                                     9600        U             9600            9600       20.0000    ug/Kg    82424      04/30/03 2049 mgk  
Aroclor 1242, Oil                                     9600        U             9600            9600       20.0000    ug/Kg    82424      04/30/03 2049 mgk  
Aroclor 1248, Oil                                     9600        U             9600            9600       20.0000    ug/Kg    82424      04/30/03 2049 mgk  
Aroclor 1254, Oil                                     9600        U             9600            9600       20.0000    ug/Kg    82424      04/30/03 2049 mgk  
Aroclor 1260, Oil                                    57000                      9600            9600       20.0000    ug/Kg    82424      04/30/03 2049 mgk  



STL Chicago is part of Severn Trent Laboratories, Inc.

L A B O R A T O R Y    C H R O N I C L E
Job Number: 216879                                                        Date: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                          PROJECT: HARDESTY FEDERAL CEN          ATTN: David Brewer             
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Lab ID: 216879-1    Client ID: B11 F2                          Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3580A           Extraction Waste Dilution (PCBs)                1    82018                     04/28/2003   1045           
8082            PCB Analysis                                    1    82424   82018             04/30/2003   1344    1.00000

Lab ID: 216879-2    Client ID: B11 FLOOR SPILL                 Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3550B           Extraction Ultrasonic (PCBs)                    1    81752                     04/24/2003   1700           
8082            PCB Analysis                                    1    82420   81752             04/30/2003   2333    1.00000

Lab ID: 216879-3    Client ID: B11 CONTAMINATION AREA          Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3550B           Extraction Ultrasonic (PCBs)                    1    81752                     04/24/2003   1700           
8082            PCB Analysis                                    1    82420   81752             05/01/2003   0005    1.00000

Lab ID: 216879-4    Client ID: B11 CHILLER PUMP                Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3550B           Extraction Ultrasonic (PCBs)                    1    81752                     04/24/2003   1700           
8082            PCB Analysis                                    1    82420   81752             05/01/2003   0038    1.00000

Lab ID: 216879-5    Client ID: B11 BASEMENT                    Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3580A           Extraction Waste Dilution (PCBs)                1    82018                     04/28/2003   1045           
8082            PCB Analysis                                    1    82424   82018             04/30/2003   1627    1.00000

Lab ID: 216879-6    Client ID: B11 BASEMENT WIPE               Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3550B           Extraction Ultrasonic (PCBs)                    1    81752                     04/24/2003   1700           
8082            PCB Analysis                                    1    82420   81752             05/01/2003   0111    1.00000

Lab ID: 216879-7    Client ID: T1141                           Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3580A           Extraction Waste Dilution (PCBs)                1    82018                     04/28/2003   1045           
8082            PCB Analysis                                    1    82424   82018             04/30/2003   1700    10.0000

Lab ID: 216879-8    Client ID: T1140                           Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3580A           Extraction Waste Dilution (PCBs)                1    82018                     04/28/2003   1045           
8082            PCB Analysis                                    1    82424   82018             04/30/2003   1732    2.00000

Lab ID: 216879-9    Client ID: T1139                           Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3580A           Extraction Waste Dilution (PCBs)                1    82018                     04/28/2003   1045           
8082            PCB Analysis                                    1    82424   82018             04/30/2003   1805    20.0000

Lab ID: 216879-10   Client ID: B3 POLY                         Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3580A           Extraction Waste Dilution (PCBs)                1    82018                     04/28/2003   1045           
8082            PCB Analysis                                    1    82424   82018             04/30/2003   1911    2.00000

Lab ID: 216879-11   Client ID: B3 OIL SWITCH                   Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3580A           Extraction Waste Dilution (PCBs)                1    82018                     04/28/2003   1045           
8082            PCB Analysis                                    1    82424   82018             04/30/2003   1944    1.00000

Lab ID: 216879-12   Client ID: B3 OIL SWITCH FLOOR             Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3550B           Extraction Ultrasonic (PCBs)                    1    81752                     04/24/2003   1700           
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Lab ID: 216879-12   Client ID: B3 OIL SWITCH FLOOR             Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

8082            PCB Analysis                                    1    82420   81752             05/01/2003   0216    1.00000

Lab ID: 216879-13   Client ID: B3 FLOOR                        Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3550B           Extraction Ultrasonic (PCBs)                    1    81752                     04/24/2003   1700           
8082            PCB Analysis                                    1    82420   81752             05/01/2003   0322    50.0000

Lab ID: 216879-14   Client ID: B9 F                            Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3550B           Extraction Ultrasonic (PCBs)                    1    81752                     04/24/2003   1700           
8082            PCB Analysis                                    1    82420   81752             05/01/2003   0355    1.00000

Lab ID: 216879-15   Client ID: B9 BASEMENT SED.                Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

Method          % Solids Determination                          1    82282                     04/30/2003   0000           
3050B           Acid Digestion: Solids (ICAP)                   1    81738                     04/24/2003   1600           
3541            Extraction Soxhlet (SVOC)                       1    81936                     04/27/2003   1100           
7471A           Mercury (CVAA) Solids                           1    82369   82291             04/30/2003   1537    10     
6010B           Metals Analysis (ICAP Trace)                    1    82127   81738             04/28/2003   1923           
6010B           Metals Analysis (ICAP Trace)                    1    82719   81738             05/04/2003   0748    10     
7470/7471       SW846 Digestion (Hg)                            1    82291                     04/30/2003   1345           
8270C           Semivolatile Organics                           1    83409   81936             05/09/2003   1645    1.00000
8270C           Semivolatile Organics                           1    83409   81936             05/09/2003   1715    20.0000

Lab ID: 216879-16   Client ID: B10 F2 PUDDLE                   Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

OA-2            Extractable Petroleum Products                  1    83079   82218             05/07/2003   1633    1.00000
3520C           Extraction Continuous Liq/Liq (PCBs)            1    81616                     04/24/2003   0915           
3510C           Extraction Sep. Funnel (Diesel)                 1    82218                     04/29/2003   2000           
8082            PCB Analysis                                    1    82412   81616             04/26/2003   0234    1.00000

Lab ID: 216879-17   Client ID: B7 WIPE SAMPLE 1                Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3550B           Extraction Ultrasonic (PCBs)                    1    81752                     04/24/2003   1700           
8082            PCB Analysis                                    1    82420   81752             05/01/2003   0427    1.00000

Lab ID: 216879-18   Client ID: B7 WIPE SAMPLE 2                Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3550B           Extraction Ultrasonic (PCBs)                    1    81752                     04/24/2003   1700           
8082            PCB Analysis                                    1    82420   81752             05/01/2003   0533    1.00000

Lab ID: 216879-19   Client ID: B10 BASEMENT SED.               Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

Method          % Solids Determination                          1    82282                     04/30/2003   0000           
3050B           Acid Digestion: Solids (ICAP)                   1    81738                     04/24/2003   1600           
3541            Extraction Soxhlet (SVOC)                       1    81936                     04/27/2003   1100           
7471A           Mercury (CVAA) Solids                           1    82369   82291             04/30/2003   1521           
6010B           Metals Analysis (ICAP Trace)                    1    82127   81738             04/28/2003   2022           
7470/7471       SW846 Digestion (Hg)                            1    82291                     04/30/2003   1345           
8270C           Semivolatile Organics                           1    83409   81936             05/07/2003   1830    1.00000
8270C           Semivolatile Organics                           1    83409   81936             05/07/2003   1910    10.0000
8270C           Semivolatile Organics                           1    83409   81936             05/07/2003   1939    100.000

Lab ID: 216879-20   Client ID: B10 WIPE                        Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3550B           Extraction Ultrasonic (PCBs)                    1    81752                     04/24/2003   1700           
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Lab ID: 216879-20   Client ID: B10 WIPE                        Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

8082            PCB Analysis                                    1    82420   81752             05/01/2003   0639    20.0000

Lab ID: 216879-21   Client ID: B10 BASEMENT CAGES              Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3550B           Extraction Ultrasonic (PCBs)                    1    81752                     04/24/2003   1700           
8082            PCB Analysis                                    1    82420   81752             05/01/2003   0744    1.00000

Lab ID: 216879-22   Client ID: T1139 DUP                       Date Recvd: 04/23/2003   Sample Date: 04/22/2003                   
METHOD        DESCRIPTION                                   RUN#  BATCH#  PREP BT #(S)      DATE/TIME ANALYZED   DILUTION

3580A           Extraction Waste Dilution (PCBs)                1    82018                     04/28/2003   1045           
8082            PCB Analysis                                    1    82424   82018             04/30/2003   2049    20.0000
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Method........: PCB Analysis                             
Method Code...: 8082     

Test Matrix...: Water Prep Batch..: 81616    
Batch(s)......:  82412

Lab ID         DT  Sample ID                                    Date DCB      TCX      

LCD                                                           04/25/2003 66  81  
LCS                                                           04/25/2003 66  80  
MB                                                            04/25/2003 75  77  
216879- 16          B10 F2 PUDDLE                             04/26/2003 15* 54  

Test      Test Description                            Limits

DCB        Decachlorobiphenyl (surr)                  20 - 100 
TCX        Tetrachloro-m-xylene (surr)                20 - 123 

Method........: PCB Analysis                             
Method Code...: 8082     

Test Matrix...: Wipe              Prep Batch..: 81752    
Batch(s)......:  82420

Lab ID         DT  Sample ID                                    Date DCB      TCX      

LCD                                                           04/30/2003 75  75  
LCS                                                           04/30/2003 74  76  
MB                                                            04/30/2003 75  77  
216879-  2          B11 FLOOR SPILL                           04/30/2003 70  79  
216879-  3          B11 CONTAMINATION AREA                    05/01/2003 75  78  
216879-  4          B11 CHILLER PUMP                          05/01/2003 71  76  
216879-  6          B11 BASEMENT WIPE                         05/01/2003 42  83  
216879- 12          B3 OIL SWITCH FLOOR                       05/01/2003 47  42  
216879- 13          B3 FLOOR                                  05/01/2003 0    D 0    D 
216879- 14          B9 F                                      05/01/2003 73  72  
216879- 17          B7 WIPE SAMPLE 1                          05/01/2003 59  84  
216879- 18          B7 WIPE SAMPLE 2                          05/01/2003 47  86  
216879- 20          B10 WIPE                                  05/01/2003 0    D 0    D 
216879- 21          B10 BASEMENT CAGES                        05/01/2003 34  49  

Test      Test Description                            Limits

DCB        Decachlorobiphenyl (surr)                  24 - 154 
TCX        Tetrachloro-m-xylene (surr)                25 - 138 

Method........: PCB Analysis                             
Method Code...: 8082     

Test Matrix...: Oil               Prep Batch..: 82018    
Batch(s)......:  82424

Lab ID         DT  Sample ID                                    Date DCB      TCX      

LCS                                                           04/30/2003 100  93  
MB                                                            04/30/2003 94  88  
216879-  1          B11 F2                                    04/30/2003 68  71  
216879-  1 MS       B11 F2                                    04/30/2003 61  72  
216879-  1 MSD      B11 F2                                    04/30/2003 57  66  
216879-  5          B11 BASEMENT                              04/30/2003 59  70  
216879-  7          T1141                                     04/30/2003 60  103  
216879-  8          T1140                                     04/30/2003 87  90  
216879-  9          T1139                                     04/30/2003 0    D 0    D 
216879- 10          B3 POLY                                   04/30/2003 78  80  
216879- 11          B3 OIL SWITCH                             04/30/2003 81  61  
216879- 22          T1139 DUP                                 04/30/2003 0    D 0    D 
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Method........: PCB Analysis                             
Method Code...: 8082     

Test Matrix...: Oil               Prep Batch..: 82018    
Batch(s)......:  82424

Test      Test Description                            Limits

DCB        Decachlorobiphenyl (surr)                  24 - 154 
TCX        Tetrachloro-m-xylene (surr)                25 - 138 
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Method........: Semivolatile Organics                    
Method Code...: 8270     

Test Matrix...: Solid             Prep Batch..: 81936    
Batch(s)......:  83409

Lab ID         DT  Sample ID                                    Date 246TBP   2FLUBP   2FLUPH   NITRD5   PHEND5   TERD14   

LCS                                                           05/07/2003 102  76  73  73  80  72  
MB                                                            05/07/2003 95  80  71  73  84  67  
216879- 15          B9 BASEMENT SED.                          05/09/2003 35* 42  38  40  45  48  
216879- 15      D1  B9 BASEMENT SED.                          05/09/2003 0    D 0    D 0    D 0    D 0    D 0    D 
216879- 19          B10 BASEMENT SED.                         05/07/2003 57  59  69  60  78  78  
216879- 19      D1  B10 BASEMENT SED.                         05/07/2003 51  64  54  58  66  59  
216879- 19      D2  B10 BASEMENT SED.                         05/07/2003 0    D 0    D 0    D 0    D 0    D 0    D 

Test      Test Description                            Limits

246TBP     2,4,6-Tribromophenol (surr)                41 - 126 
2FLUBP     2-Fluorobiphenyl (surr)                    38 - 121 
2FLUPH     2-Fluorophenol (surr)                      37 - 113 
NITRD5     Nitrobenzene-d5 (surr)                     31 - 120 
PHEND5     Phenol-d5 (surr)                           44 - 113 
TERD14     Terphenyl-d14 (surr)                       43 - 121 
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Method........: Extractable Petroleum Products           
Method Code...: OA-2     

Test Matrix...: Water Prep Batch..: 82218    
Batch(s)......:  83079

Lab ID         DT  Sample ID                                    Date 2FLUBP   OTERPH   

LCD                                                           05/06/2003 77  89  
LCS                                                           05/06/2003 82  92  
MB                                                            05/06/2003 60  80  
216879- 16          B10 F2 PUDDLE                             05/07/2003 69  61  

Test      Test Description                            Limits

2FLUBP     2-Fluorobiphenyl (surr)                    25 - 129 
OTERPH     o-Terphenyl (surr)                         37 - 159 



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 
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Page 35      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 8082               
Method Description.: PCB Analysis                             Batch.............: 82412

Equipment Code....: INST0708           Analyst...: mgk           

LCD      Laboratory Control Sample Duplicate        O03CWLPCBC   81616 -003 04/25/2003  1147

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Aroclor 1016                           ug/L            4.592         4.380         5.001        0.500  U 92         %   65-103      
5          R 20          

Aroclor 1260                           ug/L            4.729         4.623         5.010        0.500  U 94         %   52-112      
2          R 20          
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Test Method........: 8082               
Method Description.: PCB Analysis                             Batch.............: 82412

Equipment Code....: INST0708           Analyst...: mgk           

LCS      Laboratory Control Sample                  O03CWLPCBC   81616 -002 04/25/2003  1114

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Aroclor 1016                           ug/L            4.380                       5.001        0.500  U 88         %   65-103      
Aroclor 1260                           ug/L            4.623                       5.010        0.500  U 92         %   52-112      
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Test Method........: 8082               
Method Description.: PCB Analysis                             Batch.............: 82412

Equipment Code....: INST0708           Analyst...: mgk           

MB       Method Blank                               81616 -001 04/25/2003  1042

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Aroclor 1016                           ug/L            0.500  U                                                                     
Aroclor 1221                           ug/L            0.500  U                                                                     
Aroclor 1232                           ug/L            0.500  U                                                                     
Aroclor 1242                           ug/L            0.500  U                                                                     
Aroclor 1248                           ug/L            0.500  U                                                                     
Aroclor 1254                           ug/L            0.500  U                                                                     
Aroclor 1260                           ug/L            0.500  U                                                                     
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Test Method........: 8082               
Method Description.: PCB Analysis                             Batch.............: 82420

Equipment Code....: INST0708           Analyst...: mgk           

LCD      Laboratory Control Sample Duplicate        O03CWLPCBC   81752 -003 04/30/2003  2300

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Aroclor 1016, Wipe                     ug/Wipe       4.023200      3.913000      5.001000     0.500000 U 80         %   66-104      
3          R 20          

Aroclor 1260, Wipe                     ug/Wipe       3.753900      3.706100      5.010000     0.500000 U 75         %   68-108      
1          R 20          
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Test Method........: 8082               
Method Description.: PCB Analysis                             Batch.............: 82420

Equipment Code....: INST0708           Analyst...: mgk           

LCS      Laboratory Control Sample                  O03CWLPCBC   81752 -002 04/30/2003  2227

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Aroclor 1016, Wipe                     ug/Wipe       3.913000                    5.001000     0.500000 U 78         %   66-104      
Aroclor 1260, Wipe                     ug/Wipe       3.706100                    5.010000     0.500000 U 74         %   68-108      
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Test Method........: 8082               
Method Description.: PCB Analysis                             Batch.............: 82420

Equipment Code....: INST0708           Analyst...: mgk           

MB       Method Blank                               81752 -001 04/30/2003  2154

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Aroclor 1016, Wipe                     ug/Wipe       0.500000 U                                                                     
Aroclor 1221, Wipe                     ug/Wipe       0.500000 U                                                                     
Aroclor 1232, Wipe                     ug/Wipe       0.500000 U                                                                     
Aroclor 1242, Wipe                     ug/Wipe       0.500000 U                                                                     
Aroclor 1248, Wipe                     ug/Wipe       0.500000 U                                                                     
Aroclor 1254, Wipe                     ug/Wipe       0.500000 U                                                                     
Aroclor 1260, Wipe                     ug/Wipe       0.500000 U                                                                     



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 
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Test Method........: 8082               
Method Description.: PCB Analysis                             Batch.............: 82424

Equipment Code....: INST0708           Analyst...: mgk           

LCS      Laboratory Control Sample                  E03APLPCBA   82018 -002 04/30/2003  1311

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Aroclor 1016, Oil                      ug/Kg        4787.200                    5001.000      500.000  U 96         %   66-104      
Aroclor 1260, Oil                      ug/Kg        4976.600                    5010.000      500.000  U 99         %   68-108      
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Test Method........: 8082               
Method Description.: PCB Analysis                             Batch.............: 82424

Equipment Code....: INST0708           Analyst...: mgk           

MB       Method Blank                               82018 -001 04/30/2003  1238

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Aroclor 1016, Oil                      ug/Kg         500.000  U                                                                     
Aroclor 1221, Oil                      ug/Kg         500.000  U                                                                     
Aroclor 1232, Oil                      ug/Kg         500.000  U                                                                     
Aroclor 1242, Oil                      ug/Kg         500.000  U                                                                     
Aroclor 1248, Oil                      ug/Kg         500.000  U                                                                     
Aroclor 1254, Oil                      ug/Kg         500.000  U                                                                     
Aroclor 1260, Oil                      ug/Kg         500.000  U                                                                     
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Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 43      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 8082               
Method Description.: PCB Analysis                             Batch.............: 82424

Equipment Code....: INST0708           Analyst...: mgk           

MS       Matrix Spike                               E03APLPCBA   216879-1 04/30/2003  1449

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Aroclor 1016, Oil                      ug/Kg        3882.375                    4790.000      478.950  U 81         %   66-104      
Aroclor 1260, Oil                      ug/Kg        3220.977                    4799.000      478.950  U 67         %   68-108   *  



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 44      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 8082               
Method Description.: PCB Analysis                             Batch.............: 82424

Equipment Code....: INST0708           Analyst...: mgk           

MSD      Matrix Spike Duplicate                     E03APLPCBA   216879-1 04/30/2003  1522

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Aroclor 1016, Oil                      ug/Kg        3980.133      3882.375      4754.000      475.300  U 84         %   66-104      
4          R 20          

Aroclor 1260, Oil                      ug/Kg        3040.304      3220.977      4762.000      475.300  U 64         %   68-108   *  
5          R 20          



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 45      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: OA-2               
Method Description.: Extractable Petroleum Products           Batch.............: 83079

Equipment Code....: INST09             Analyst...: pjg           

LCD      Laboratory Control Sample Duplicate        O03CWLDIEA   82218 -003 05/06/2003  1440

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Diesel Fuel as OA-2                    mg/L          1.495340      1.600065      2.000000     0.125000 U 75         %   63-107      
7          R 20          



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 46      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: OA-2               
Method Description.: Extractable Petroleum Products           Batch.............: 83079

Equipment Code....: INST09             Analyst...: pjg           

LCS      Laboratory Control Sample                  O03CWLDIEA   82218 -002 05/06/2003  1353

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Diesel Fuel as OA-2                    mg/L          1.600065                    2.000000     0.125000 U 80         %   63-107      



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 47      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: OA-2               
Method Description.: Extractable Petroleum Products           Batch.............: 83079

Equipment Code....: INST09             Analyst...: pjg           

MB       Method Blank                               82218 -001 05/06/2003  1307

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Diesel Fuel as OA-2                    mg/L          0.125000 U                                                                     
Motor Oil (MRO)                        mg/L          0.250000 U                                                                     



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 48      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 8270C              
Method Description.: Semivolatile Organics                    Batch.............: 83409

Equipment Code....: GCL10              Analyst...: glr           

LCS      Laboratory Control Sample                  O03DWLBNAA   81936 -002 05/07/2003  1731

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Phenol, Solid                          ug/Kg        2753.602                    3333.000      330.000  U 83         %   45-109      
Bis(2-chloroethyl)ether, Solid         ug/Kg        2685.683                    3333.000      330.000  U 81         %   42-101      
1,3-Dichlorobenzene, Solid             ug/Kg        2469.122                    3333.000      330.000  U 74         %   48-100      
1,4-Dichlorobenzene, Solid             ug/Kg        2499.398                    3333.000      330.000  U 75         %   50-100      
1,2-Dichlorobenzene, Solid             ug/Kg        2527.501                    3333.000      330.000  U 76         %   49-104      
Benzyl alcohol, Solid                  ug/Kg        3087.432                    3333.000      330.000  U 93         %   14-150      
2-Methylphenol (o-cresol), Solid       ug/Kg        3097.376                    3333.000      330.000  U 93         %   50-102      
2,2-oxybis (1-chloropropane), Solid    ug/Kg        3100.349                    3333.000      330.000  U 93         %   48-100      
n-Nitroso-di-n-propylamine, Solid      ug/Kg        3139.129                    3333.000      330.000  U 94         %   49-138      
Hexachloroethane, Solid                ug/Kg        2369.560                    3333.000      330.000  U 71         %   46-100      
4-Methylphenol (m/p-cresol), Solid     ug/Kg        2915.961                    3333.000      330.000  U 87         %   49-109      
2-Chlorophenol, Solid                  ug/Kg        2630.397                    3333.000      330.000  U 79         %   52-103      
Nitrobenzene, Solid                    ug/Kg        2691.120                    3333.000      330.000  U 81         %   50-100      
Bis(2-chloroethoxy)methane, Solid      ug/Kg        2811.989                    3333.000      330.000  U 84         %   55-116      
1,2,4-Trichlorobenzene, Solid          ug/Kg        2709.846                    3333.000      330.000  U 81         %   53-107      
Benzoic acid, Solid                    ug/Kg        2039.220                    3333.000     1700.000  U 61         %   40-143      
Isophorone, Solid                      ug/Kg        2857.901                    3333.000      330.000  U 86         %   52-116      
2,4-Dimethylphenol, Solid              ug/Kg        2813.132                    3333.000      330.000  U 84         %   57-100      
Hexachlorobutadiene, Solid             ug/Kg        2825.022                    3333.000      330.000  U 85         %   52-118      
Naphthalene, Solid                     ug/Kg        2651.400                    3333.000      330.000  U 80         %   57-100      
2,4-Dichlorophenol, Solid              ug/Kg        2747.393                    3333.000      330.000  U 82         %   58-103      
4-Chloroaniline, Solid                 ug/Kg        1022.813                    3333.000      330.000  U 31         %   15-114      
2,4,6-Trichlorophenol, Solid           ug/Kg        2867.281                    3333.000      330.000  U 86         %   57-105      
2,4,5-Trichlorophenol, Solid           ug/Kg        2789.122                    3333.000     1700.000  U 84         %   62-118      
Hexachlorocyclopentadiene, Solid       ug/Kg        2217.564                    3333.000      330.000  U 67         %   32-100      
2-Methylnaphthalene, Solid             ug/Kg        2902.541                    3333.000      330.000  U 87         %   53-100      
2-Nitroaniline, Solid                  ug/Kg        2809.675                    3333.000     1700.000  U 84         %   55-106      
2-Chloronaphthalene, Solid             ug/Kg        2729.726                    3333.000      330.000  U 82         %   59-114      
4-Chloro-3-methylphenol, Solid         ug/Kg        2923.317                    3333.000      330.000  U 88         %   56-110      
2,6-Dinitrotoluene, Solid              ug/Kg        2988.620                    3333.000      330.000  U 90         %   62-111      
2-Nitrophenol, Solid                   ug/Kg        2833.338                    3333.000      330.000  U 85         %   53-102      
3-Nitroaniline, Solid                  ug/Kg        1296.600  J                 3333.000     1700.000  U 39         %   28-100      
Dimethyl phthalate, Solid              ug/Kg        2866.595                    3333.000      330.000  U 86         %   63-105      
2,4-Dinitrophenol, Solid               ug/Kg        2115.176                    3333.000     1700.000  U 63         %   44-139      
Acenaphthylene, Solid                  ug/Kg        2774.402                    3333.000      330.000  U 83         %   60-102      
2,4-Dinitrotoluene, Solid              ug/Kg        3065.029                    3333.000      330.000  U 92         %   61-113      
Acenaphthene, Solid                    ug/Kg        2758.376                    3333.000      330.000  U 83         %   61-100      
Dibenzofuran, Solid                    ug/Kg        2660.850                    3333.000      330.000  U 80         %   62-108      
4-Nitrophenol, Solid                   ug/Kg        2371.860                    3333.000     1700.000  U 71         %   45-129      
Fluorene, Solid                        ug/Kg        2741.289                    3333.000      330.000  U 82         %   64-103      
4-Nitroaniline, Solid                  ug/Kg        2637.257                    3333.000     1700.000  U 79         %   32-111      
4-Bromophenyl phenyl ether, Solid      ug/Kg        2925.581                    3333.000      330.000  U 88         %   62-108      
Hexachlorobenzene, Solid               ug/Kg        3086.159                    3333.000      330.000  U 93         %   62-105      
Diethyl phthalate, Solid               ug/Kg        2852.978                    3333.000      330.000  U 86         %   62-110      
4-Chlorophenyl phenyl ether, Solid     ug/Kg        2892.178                    3333.000      330.000  U 87         %   62-106      
Pentachlorophenol, Solid               ug/Kg        1835.658                    3333.000     1700.000  U 55         %   43-122      
n-Nitrosodiphenylamine, Solid          ug/Kg        2364.143                    3333.000      330.000  U 71         %   63-108      
4,6-Dinitro-2-methylphenol, Solid      ug/Kg        2583.051                    3333.000     1700.000  U 77         %   67-130      
Phenanthrene, Solid                    ug/Kg        2865.441                    3333.000      330.000  U 86         %   64-108      
Anthracene, Solid                      ug/Kg        2661.620                    3333.000      330.000  U 80         %   63-107      



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 49      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

LCS      Laboratory Control Sample                  O03DWLBNAA   81936 -002 05/07/2003  1731

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Carbazole, Solid                       ug/Kg        2767.202                    3333.000      330.000  U 83         %   62-104      
Di-n-butyl phthalate, Solid            ug/Kg        2711.866                    3333.000      330.000  U 81         %   58-117      
Benzidine, Solid                       ug/Kg         503.515  J                 3333.000     3300.000  U 15         %   10-100      
Fluoranthene, Solid                    ug/Kg        3045.963                    3333.000      330.000  U 91         %   56-116      
Pyrene, Solid                          ug/Kg        2444.802                    3333.000      330.000  U 73         %   51-123      
Butyl benzyl phthalate, Solid          ug/Kg        2484.675                    3333.000      330.000  U 75         %   56-113      
Benzo(a)anthracene, Solid              ug/Kg        2883.588                    3333.000      330.000  U 87         %   62-109      
Chrysene, Solid                        ug/Kg        2752.449                    3333.000      330.000  U 83         %   60-106      
3,3-Dichlorobenzidine, Solid           ug/Kg        1676.320                    3333.000      670.000  U 50         %   22-106      
Bis(2-ethylhexyl)phthalate, Solid      ug/Kg        2518.061                    3333.000      330.000  U 76         %   56-117      
Di-n-octyl phthalate, Solid            ug/Kg        2335.417                    3333.000      330.000  U 70         %   45-130      
Benzo(b)fluoranthene, Solid            ug/Kg        3288.817                    3333.000      330.000  U 99         %   52-124      
Benzo(k)fluoranthene, Solid            ug/Kg        2258.497                    3333.000      330.000  U 68         %   44-130      
Benzo(a)pyrene, Solid                  ug/Kg        2801.119                    3333.000      330.000  U 84         %   53-121      
Indeno(1,2,3-cd)pyrene, Solid          ug/Kg        2968.364                    3333.000      330.000  U 89         %   49-136      
Dibenzo(a,h)anthracene, Solid          ug/Kg        2962.160                    3333.000      330.000  U 89         %   55-131      
Benzo(ghi)perylene, Solid              ug/Kg        2871.681                    3333.000      330.000  U 86         %   48-139      



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 50      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 8270C              
Method Description.: Semivolatile Organics                    Batch.............: 83409

Equipment Code....: GCL10              Analyst...: glr           

MB       Method Blank                               81936 -001 05/07/2003  1701

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Phenol, Solid                          ug/Kg         330.000  U                                                                     
Bis(2-chloroethyl)ether, Solid         ug/Kg         330.000  U                                                                     
1,3-Dichlorobenzene, Solid             ug/Kg         330.000  U                                                                     
1,4-Dichlorobenzene, Solid             ug/Kg         330.000  U                                                                     
1,2-Dichlorobenzene, Solid             ug/Kg         330.000  U                                                                     
Benzyl alcohol, Solid                  ug/Kg         330.000  U                                                                     
2-Methylphenol (o-cresol), Solid       ug/Kg         330.000  U                                                                     
2,2-oxybis (1-chloropropane), Solid    ug/Kg         330.000  U                                                                     
n-Nitroso-di-n-propylamine, Solid      ug/Kg         330.000  U                                                                     
Hexachloroethane, Solid                ug/Kg         330.000  U                                                                     
4-Methylphenol (m/p-cresol), Solid     ug/Kg         330.000  U                                                                     
2-Chlorophenol, Solid                  ug/Kg         330.000  U                                                                     
Nitrobenzene, Solid                    ug/Kg         330.000  U                                                                     
Bis(2-chloroethoxy)methane, Solid      ug/Kg         330.000  U                                                                     
1,2,4-Trichlorobenzene, Solid          ug/Kg         330.000  U                                                                     
Benzoic acid, Solid                    ug/Kg        1700.000  U                                                                     
Isophorone, Solid                      ug/Kg         330.000  U                                                                     
2,4-Dimethylphenol, Solid              ug/Kg         330.000  U                                                                     
Hexachlorobutadiene, Solid             ug/Kg         330.000  U                                                                     
Naphthalene, Solid                     ug/Kg         330.000  U                                                                     
2,4-Dichlorophenol, Solid              ug/Kg         330.000  U                                                                     
4-Chloroaniline, Solid                 ug/Kg         330.000  U                                                                     
2,4,6-Trichlorophenol, Solid           ug/Kg         330.000  U                                                                     
2,4,5-Trichlorophenol, Solid           ug/Kg        1700.000  U                                                                     
Hexachlorocyclopentadiene, Solid       ug/Kg         330.000  U                                                                     
2-Methylnaphthalene, Solid             ug/Kg         330.000  U                                                                     
2-Nitroaniline, Solid                  ug/Kg        1700.000  U                                                                     
2-Chloronaphthalene, Solid             ug/Kg         330.000  U                                                                     
4-Chloro-3-methylphenol, Solid         ug/Kg         330.000  U                                                                     
2,6-Dinitrotoluene, Solid              ug/Kg         330.000  U                                                                     
2-Nitrophenol, Solid                   ug/Kg         330.000  U                                                                     
3-Nitroaniline, Solid                  ug/Kg        1700.000  U                                                                     
Dimethyl phthalate, Solid              ug/Kg         330.000  U                                                                     
2,4-Dinitrophenol, Solid               ug/Kg        1700.000  U                                                                     
Acenaphthylene, Solid                  ug/Kg         330.000  U                                                                     
2,4-Dinitrotoluene, Solid              ug/Kg         330.000  U                                                                     
Acenaphthene, Solid                    ug/Kg         330.000  U                                                                     
Dibenzofuran, Solid                    ug/Kg         330.000  U                                                                     
4-Nitrophenol, Solid                   ug/Kg        1700.000  U                                                                     
Fluorene, Solid                        ug/Kg         330.000  U                                                                     
4-Nitroaniline, Solid                  ug/Kg        1700.000  U                                                                     
4-Bromophenyl phenyl ether, Solid      ug/Kg         330.000  U                                                                     
Hexachlorobenzene, Solid               ug/Kg         330.000  U                                                                     
Diethyl phthalate, Solid               ug/Kg         330.000  U                                                                     
4-Chlorophenyl phenyl ether, Solid     ug/Kg         330.000  U                                                                     
Pentachlorophenol, Solid               ug/Kg        1700.000  U                                                                     
n-Nitrosodiphenylamine, Solid          ug/Kg         330.000  U                                                                     
4,6-Dinitro-2-methylphenol, Solid      ug/Kg        1700.000  U                                                                     
Phenanthrene, Solid                    ug/Kg         330.000  U                                                                     
Anthracene, Solid                      ug/Kg         330.000  U                                                                     



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 51      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

MB       Method Blank                               81936 -001 05/07/2003  1701

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Carbazole, Solid                       ug/Kg         330.000  U                                                                     
Di-n-butyl phthalate, Solid            ug/Kg         330.000  U                                                                     
Benzidine, Solid                       ug/Kg        3300.000  U                                                                     
Fluoranthene, Solid                    ug/Kg         330.000  U                                                                     
Pyrene, Solid                          ug/Kg         330.000  U                                                                     
Butyl benzyl phthalate, Solid          ug/Kg         330.000  U                                                                     
Benzo(a)anthracene, Solid              ug/Kg         330.000  U                                                                     
Chrysene, Solid                        ug/Kg         330.000  U                                                                     
3,3-Dichlorobenzidine, Solid           ug/Kg         670.000  U                                                                     
Bis(2-ethylhexyl)phthalate, Solid      ug/Kg         330.000  U                                                                     
Di-n-octyl phthalate, Solid            ug/Kg         330.000  U                                                                     
Benzo(b)fluoranthene, Solid            ug/Kg         330.000  U                                                                     
Benzo(k)fluoranthene, Solid            ug/Kg         330.000  U                                                                     
Benzo(a)pyrene, Solid                  ug/Kg         330.000  U                                                                     
Indeno(1,2,3-cd)pyrene, Solid          ug/Kg         330.000  U                                                                     
Dibenzo(a,h)anthracene, Solid          ug/Kg         330.000  U                                                                     
Benzo(ghi)perylene, Solid              ug/Kg         330.000  U                                                                     



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: David Brewer             

Page 52      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 6010B              
Method Description.: Metals Analysis (ICAP Trace)             Batch.............: 82127

Equipment Code....: ICP5               Analyst...: tds           

LCS      Laboratory Control Sample                  M03CSPK003   81333 -002 04/28/2003  1657

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Arsenic, Solid                         mg/Kg           9.68                       10.00         0.51   U 97         %   80-120      
Barium, Solid                          mg/Kg         190.86                      200.00         0.16   U 95         %   80-120      
Cadmium, Solid                         mg/Kg           4.94                        5.00         0.08   U 99         %   80-120      
Chromium, Solid                        mg/Kg          19.41                       20.00         0.32   B 97         %   80-120      
Lead, Solid                            mg/Kg          10.22                       10.00         0.43   U 102        %   80-120      
Selenium, Solid                        mg/Kg           9.86                       10.00         0.40   U 99         %   80-120      
Silver, Solid                          mg/Kg           4.74                        5.00         0.31   U 95         %   80-120      

LCS      Laboratory Control Sample                  M03CSPK003   81738 -002 04/28/2003  1916

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Arsenic, Solid                         mg/Kg           9.70                       10.00         0.51   U 97         %   80-120      
Barium, Solid                          mg/Kg         192.94                      200.00         0.16   U 96         %   80-120      
Cadmium, Solid                         mg/Kg           4.92                        5.00         0.08   U 98         %   80-120      
Chromium, Solid                        mg/Kg          19.54                       20.00         0.32   B 98         %   80-120      
Lead, Solid                            mg/Kg          10.23                       10.00         0.43   U 102        %   80-120      
Selenium, Solid                        mg/Kg           9.94                       10.00         0.40   U 99         %   80-120      
Silver, Solid                          mg/Kg           4.92                        5.00         0.31   U 98         %   80-120      

LCS      Laboratory Control Sample                  M03CSPK003   81961 -002 04/28/2003  2217

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Arsenic, Solid                         mg/Kg          10.05                       10.00         0.51   U 100        %   80-120      
Cadmium, Solid                         mg/Kg           4.80                        5.00         0.08   U 96         %   80-120      
Chromium, Solid                        mg/Kg          18.99                       20.00         0.22   U 95         %   80-120      
Lead, Solid                            mg/Kg           9.97                       10.00         0.43   U 100        %   80-120      



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 53      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 6010B              
Method Description.: Metals Analysis (ICAP Trace)             Batch.............: 82127

Equipment Code....: ICP5               Analyst...: tds           

MB       Method Blank                               81333        81333 -001 04/28/2003  1651

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Arsenic, Solid                         mg/Kg           0.51   U                                                                     
Barium, Solid                          mg/Kg           0.16   U                                                                     
Cadmium, Solid                         mg/Kg           0.08   U                                                                     
Chromium, Solid                        mg/Kg           0.32   B                                                                     
Lead, Solid                            mg/Kg           0.43   U                                                                     
Selenium, Solid                        mg/Kg           0.40   U                                                                     
Silver, Solid                          mg/Kg           0.31   U                                                                     

MB       Method Blank                               81738        81738 -001 04/28/2003  1910

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Arsenic, Solid                         mg/Kg           0.51   U                                                                     
Barium, Solid                          mg/Kg           0.16   U                                                                     
Cadmium, Solid                         mg/Kg           0.08   U                                                                     
Chromium, Solid                        mg/Kg           0.32   B                                                                     
Lead, Solid                            mg/Kg           0.43   U                                                                     
Selenium, Solid                        mg/Kg           0.40   U                                                                     
Silver, Solid                          mg/Kg           0.31   U                                                                     

MB       Method Blank                               81961        81961 -001 04/28/2003  2211

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Arsenic, Solid                         mg/Kg           0.51   U                                                                     
Cadmium, Solid                         mg/Kg           0.08   U                                                                     
Chromium, Solid                        mg/Kg           0.22   U                                                                     
Lead, Solid                            mg/Kg           0.43   U                                                                     



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 54      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 6010B              
Method Description.: Metals Analysis (ICAP Trace)             Batch.............: 82127

Equipment Code....: ICP5               Analyst...: tds           

MD       Method Duplicate                           216879-15 04/28/2003  1936

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Arsenic, Solid                         mg/Kg          15.06                                    15.44     2.4        R 20.0          
Barium, Solid                          mg/Kg         117.66                                   116.23     1.2        R 20.0          
Cadmium, Solid                         mg/Kg           9.91                                    10.25     3.4        R 20.0          
Chromium, Solid                        mg/Kg          23.18                                    21.81     6.1        R 20.0          
Lead, Solid                            mg/Kg         164.05                                   130.17     23.0       R 20.0       *  
Silver, Solid                          mg/Kg           0.71                                     0.53     0.18       A 0.47          



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 55      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 6010B              
Method Description.: Metals Analysis (ICAP Trace)             Batch.............: 82127

Equipment Code....: ICP5               Analyst...: tds           

MS       Matrix Spike                               M03CSPK003   216879-15 04/28/2003  2009

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Arsenic, Solid                         mg/Kg          25.08                        9.67        15.44     100        %   75-125      
Barium, Solid                          mg/Kg         306.26                      193.40       116.23     98         %   75-125      
Cadmium, Solid                         mg/Kg          14.79                        4.84        10.25     94         %   75-125      
Chromium, Solid                        mg/Kg          44.70                       19.34        21.81     118        %   75-125      
Lead, Solid                            mg/Kg         199.59                        9.67       130.17     718        %   75-125   4  
Silver, Solid                          mg/Kg           6.03                        4.84         0.53     114        %   75-125      



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 56      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 6010B              
Method Description.: Metals Analysis (ICAP Trace)             Batch.............: 82127

Equipment Code....: ICP5               Analyst...: tds           

MSD      Matrix Spike Duplicate                     M03CSPK003   216879-15 04/28/2003  2015

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Arsenic, Solid                         mg/Kg          25.33         25.08          9.77        15.44     101        %   75-125      
1.0        R 20          

Barium, Solid                          mg/Kg         313.11        306.26        195.50       116.23     101        %   75-125      
3.0        R 20          

Cadmium, Solid                         mg/Kg          14.38         14.79          4.89        10.25     84         %   75-125      
11.2       R 20          

Chromium, Solid                        mg/Kg          42.83         44.70         19.55        21.81     108        %   75-125      
8.8        R 20          

Lead, Solid                            mg/Kg         169.57        199.59          9.77       130.17     403        %   75-125   4  
56.2       R 20         *

Silver, Solid                          mg/Kg           6.07          6.03          4.89         0.53     113        %   75-125      
0.9        R 20          



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 57      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 6010B              
Method Description.: Metals Analysis (ICAP Trace)             Batch.............: 82127

Equipment Code....: ICP5               Analyst...: tds           

SD       Serial Dilution                            216879-15 04/28/2003  1929

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Arsenic, Solid                         mg/Kg           3.16                                    15.44                                
Barium, Solid                          mg/Kg          23.31                                   116.23     0.3        D 10.0          
Cadmium, Solid                         mg/Kg           1.16                                    10.25     43.2       D 10.0       E  
Chromium, Solid                        mg/Kg           4.41                                    21.81     1.1        D 10.0          
Lead, Solid                            mg/Kg          25.95                                   130.17     0.3        D 10.0          
Silver, Solid                          mg/Kg           0.30   U                                 0.53                                



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 58      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 6010B              
Method Description.: Metals Analysis (ICAP Trace)             Batch.............: 82127

Equipment Code....: ICP5               Analyst...: tds           

SLCS     Solid LCS                                  M03BSPK001   81961 -003 04/28/2003  2224

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Arsenic, Solid                         mg/Kg         187.11                      192.00         0.51   U 97         %   72-128      
Cadmium, Solid                         mg/Kg         127.60                      125.00         0.08   U 102        %   75-125      
Chromium, Solid                        mg/Kg         130.68                      133.00         0.22   U 98         %   76-124      
Lead, Solid                            mg/Kg         161.95                      160.00         0.43   U 101        %   75-125      



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 59      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 6010B              
Method Description.: Metals Analysis (ICAP Trace)             Batch.............: 82719

Equipment Code....: ICP3               Analyst...: tds           

LCS      Laboratory Control Sample                  M03CSPK003   82100 -002 05/04/2003  0228

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Selenium                               mg/L           0.10382                     0.10000      0.00500 U 104        %   80-120      

LCS      Laboratory Control Sample                  M03CSPK003   82576 -002 05/04/2003  0611

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Selenium, Diss.                        mg/L           0.09979                     0.10000      0.00500 U 100        %   80-120      



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 60      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 6010B              
Method Description.: Metals Analysis (ICAP Trace)             Batch.............: 82719

Equipment Code....: ICP3               Analyst...: tds           

MB       Method Blank                               82100        82100 -001 05/04/2003  0222

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Selenium                               mg/L           0.00500 U                                                                     

MB       Method Blank                               82576        82576 -001 05/04/2003  0605

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Selenium, Diss.                        mg/L           0.00500 U                                                                     



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 61      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 6010B              
Method Description.: Metals Analysis (ICAP Trace)             Batch.............: 82719

Equipment Code....: ICP3               Analyst...: tds           

MD       Method Duplicate                           216879-15 10                 05/04/2003  0800

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Selenium, Solid                        mg/Kg           3.79   U                                 3.79   U 0          A 9.47          



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003
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Page 62      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 6010B              
Method Description.: Metals Analysis (ICAP Trace)             Batch.............: 82719

Equipment Code....: ICP3               Analyst...: tds           

MS       Matrix Spike                               M03CSPK003   216879-15 10                 05/04/2003  0806

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Selenium, Solid                        mg/Kg           8.49   B                   96.72         3.87   U 88         %   75-125      



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 63      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 6010B              
Method Description.: Metals Analysis (ICAP Trace)             Batch.............: 82719

Equipment Code....: ICP3               Analyst...: tds           

MSD      Matrix Spike Duplicate                     M03CSPK003   216879-15 10                 05/04/2003  0813

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Selenium, Solid                        mg/Kg           8.93   B      8.49   B     97.74         3.91   U 91         %   75-125      
3.4        R 20          



QC Type                   Description                      Reag. Code          Lab ID       Dilution Factor     Date     Time 

Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003

CUSTOMER: SCS Engineers, Inc.                         PROJECT: HARDESTY FEDERAL CENTER       ATTN: 

Page 64      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: 6010B              
Method Description.: Metals Analysis (ICAP Trace)             Batch.............: 82719

Equipment Code....: ICP3               Analyst...: tds           

SD       Serial Dilution                            216879-15 10                 05/04/2003  0754

Parameter/Test Description       Units     QC Result     QC Result    True Value    Orig. Value  QC Calc.   *  Limits    F

Selenium, Solid                        mg/Kg           3.85   U                                 3.85   U                            



Q U A L I T Y   C O N T R O L   R E S U L T S
Job Number.: 216879 Report Date.: 12/12/2003
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Page 65      *  %=% REC, R=RPD, A=ABS Diff., D=% Diff.

Test Method........: Method             
Method Description.: % Solids Determination                   
Parameter..........: % Solids                                   

Batch.............: 82282
Equipment Code....:                    

Analyst...: daj           
Test Code.: %SOLID   

QC   Lab ID     Reagent     Units     QC Result     QC Result    True Value   Orig. Value   QC Calc. F  *  Limits      Date    Time

MB   82282-001            %               0.1000 U                                                                  04/30/2003 0000 

Test Method........: 7471A              
Method Description.: Mercury (CVAA) Solids                    
Parameter..........: Mercury                                    

Batch.............: 82369
Equipment Code....: HG4                

Analyst...: gok           
Test Code.: HG       

QC   Lab ID     Reagent     Units     QC Result     QC Result    True Value   Orig. Value   QC Calc. F  *  Limits      Date    Time

MB  82291 -007            mg/Kg           0.00   U                                                                  04/30/2003 1426 
LCS 82291 -008 M02ESTK010 mg/Kg           0.16                        0.17         0.00   U   97        %   80-120  04/30/2003 1428 



|                                         Q U A L I T Y   A S S U R A N C E   M E T H O D S                                     |
|                                                                                                                               |
|                                             R E F E R E N C E S   A N D   N O T E S                                           |
|                                                                                                                               |
|                                                        Report Date: 12/12/2003                                                |

|
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                         REPORT COMMENTS                                                       |
|      1) All pages of this report are integral parts of the analytical data. Therefore, this report should                     |
|         be reproduced only in its entirety.                                                                                   |
|      2) Soil, sediment and sludge sample results are reported on a "dry weight"  basis except when analyzed for               |
|         landfill disposal  or incineration  parameters.   All other solid matrix samples are reported on an "as               |
|         received" basis unless noted differently.                                                                             |
|      3) Reporting limits are adjusted for sample size used, dilutions and moisture content if applicable.                     |
|      4) The test results for the noted analytical method(s) meet the requirements of NELAC. Lab Cert. ID# 100201              |
|      5) According to 40CFR Part 136.3, pH, Chlorine Residual and Dissolved Oxygen analyses are to be performed                |
|         immediately after aqueous sample collection. When these parameters are not indicated as field (e.g.                   |
|         pH Field) they were not analyzed immediately, but as soon as possible on laboratory receipt.                          |
|                                                                                                                               |
|      Glossary of flags, qualifiers and abbreviations (any number of which may appear in the report)                           |
|      Inorganic Qualifiers (Q-Column)                                                                                          |
|      U     Analyte was not detected at or above the stated limit.                                                             |
|      <     Not detected at or above the reporting limit.                                                                      |
|      J     Result is less than the RL, but greater than or equal to the method detection limit.                               |
|      B     Result is less than the CRDL/RL, but greater than or equal to the IDL/MDL.                                         |
|      S     Result was determined by the Method of Standard Additions.                                                         |
|      F     AFCEE: Result is less than the RL, but greater than or equal to the method detection limit.                        |
|      Inorganic Flags (Flag Column)                                                                                            |
|      ̂      ICV,CCV,ICB,CCB,ISA,ISB,CRI,CRA,MRL: Instrument related QC exceed the upper or lower                               |
|            control limits.                                                                                                    |
|      *     LCS, LCD, MD: Batch QC exceeds the upper or lower control limits.                                                  |
|      +     MSA correlation coefficient is less than 0.995.                                                                    |
|      4     MS, MSD: The analyte present in the original sample is 4 times greater                                             |
|            than the matrix spike concentration; therefore, control limits are not applicable.                                 |
|      E     SD: Serial dilution exceeds the control limits.                                                                    |
|      H     MB, EB1, EB2, EB3: Batch QC is greater than reporting limit or had a                                               |
|            negative instrument reading lower than the absolute value of the reporting limit.                                  |
|      N     MS, MSD: Spike recovery exceeds the upper or lower control limits.                                                 |
|      W     AS(GFAA) Post-digestion spike was outside 85-115% control limits.                                                  |
|      Organic Qualifiers (Q - Column)                                                                                          |
|      U     Analyte was not detected at or above the stated limit.                                                             |
|      ND    Compound not detected.                                                                                             |
|      J     Result is an estimated value below the reporting limit or a tentatively                                            |
|            identified compound (TIC).                                                                                         |
|      Q     Result was qualitatively confirmed, but not quantified.                                                            |
|      C     Pesticide identification was confirmed by GC/MS.                                                                   |
|      Y     The chromatographic response resembles a typical fuel pattern.                                                     |
|      Z     The chromatographic response does not resemble a typical fuel pattern.                                             |
|      E     Result exceeded calibration range, secondary dilution required.                                                    |
|      F     AFCEE:Result is an estimated value below the reporting limit or a tentatively identified compound (TIC)            |
|      Organic Flags (Flags Column)                                                                                             |
|      B     MB: Batch QC is greater than reporting limit.                                                                      |
|      *     LCS, LCD, ELC, ELD, CV, MS, MSD, Surrogate: Batch QC exceeds the upper or lower control limits.                    |
|      ̂      EB1, EB2, EB3, MLE: Batch QC is greater than reporting Limit                                                       |
|      A     Concentration exceeds the instrument calibration range                                                             |
|      a     Concentration is below the method Reporting Limit (RL)                                                             |
|      B     Compound was found in the blank and sample.                                                                        |
|      D     Surrogate or matrix spike recoveries were not                                                                      |
|            obtained because the extract was diluted for                                                                       |
|            analysis; also compounds analyzed at a dilution will be flagged with a D.                                          |
|      H     Alternate peak selection upon analytical review                                                                    |
|      I     Indicates the presence of an interfence, recovery is not calculated.                                               |
|      M     Manually integrated compound.                                                                                      |
|      P     The lower of the two values is reported when the % difference between the results of two GC columns is             |
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|                                         Q U A L I T Y   A S S U R A N C E   M E T H O D S                                     |
|                                                                                                                               |
|                                             R E F E R E N C E S   A N D   N O T E S                                           |
|                                                                                                                               |
|                                                        Report Date: 12/12/2003                                                |

|
|                                                                                                                               |
|                                                                                                                               |
|            greater than 25%.                                                                                                  |
|      Abbreviations                                                                                                            |
|      AS       Post Digestion Spike (GFAA Samples - See Note 1 below)                                                          |
|      Batch    Designation given to identify a specific extraction, digestion, preparation set, or analysis set                |
|      CAP      Capillary Column CCB Continuing Calibration Blank                                                               |
|      CCV      Continuing Calibration Verification                                                                             |
|      CF       Confirmation analysis of original                                                                               |
|      C1       Confirmation analysis of A1 or D1                                                                               |
|      C2       Confirmation analysis of A2 or D2                                                                               |
|      C3       Confirmation analysis of A3 or D3                                                                               |
|      CRA      Low Level Standard Check - GFAA; Mercury                                                                        |
|      CRI      Low Level Standard Check - ICP                                                                                  |
|      CV       Calilbration Verification Standard                                                                              |
|      Dil Fac  Dilution Factor - Secondary dilution analysis                                                                   |
|      D1       Dilution 1                                                                                                      |
|      D2       Dilution 2                                                                                                      |
|      D3       Dilution 3                                                                                                      |
|      DLFac    Detection Limit Factor                                                                                          |
|      DSH      Distilled Standard - High Level                                                                                 |
|      DSL      Distilled Standard - Low Level                                                                                  |
|      DSM      Distilled Standard - Medium Level                                                                               |
|      EB1      Extraction Blank 1                                                                                              |
|      EB2      Extraction Blank 2                                                                                              |
|      EB3      DI Blank                                                                                                        |
|      ELC      Method Extracted LCS                                                                                            |
|      ELD      Method Extracted LCD                                                                                            |
|      ICAL     Initial calibration                                                                                             |
|      ICB      Initial Calibration Blank                                                                                       |
|      ICV      Initial Calibration Verification                                                                                |
|      IDL      Instrument Detection Limit                                                                                      |
|      ISA      Interference Check Sample A - ICAP                                                                              |
|      ISB      Interference Check Sample B - ICAP                                                                              |
|      Job No.  The first six digits of the sample ID which refers to a specific client, project and sample group               |
|               Lab ID An 8 number unique laboratory identification                                                             |
|      LCD      Laboratory Control Standard Duplicate                                                                           |
|      LCS      Laboratory Control Standard with reagent grade water or a matrix free from the analyte of interest              |
|      MB       Method Blank or (PB) Preparation Blank                                                                          |
|      MD       Method Duplicate                                                                                                |
|      MDL      Method Detection Limit                                                                                          |
|      MLE      Medium Level Extraction Blank                                                                                   |
|      MRL      Method Reporting Limit Standard                                                                                 |
|      MSA      Method of Standard Additions                                                                                    |
|      MS       Matrix Spike                                                                                                    |
|      MSD      Matrix Spike Duplicate                                                                                          |
|      ND       Not Detected                                                                                                    |
|      PREPF    Preparation factor used by the Laboratory's Information Management System (LIMS)                                |
|      PDS      Post Digestion Spike (ICAP)                                                                                     |
|      RA       Re-analysis of original                                                                                         |
|      A1       Re-analysis of D1                                                                                               |
|      A2       Re-analysis of D2                                                                                               |
|      A3       Re-analysis of D3                                                                                               |
|      RD       Re-extraction of dilution                                                                                       |
|      RE       Re-extraction of original                                                                                       |
|      RC       Re-extraction Confirmation                                                                                      |
|      RL       Reporting Limit                                                                                                 |
|      RPD      Relative Percent Difference of duplicate (unrounded) analyses                                                   |
|      RRF      Relative Response Factor                                                                                        |
|      RT       Retention Time                                                                                                  |
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|                                         Q U A L I T Y   A S S U R A N C E   M E T H O D S                                     |
|                                                                                                                               |
|                                             R E F E R E N C E S   A N D   N O T E S                                           |
|                                                                                                                               |
|                                                        Report Date: 12/12/2003                                                |

|
|                                                                                                                               |
|                                                                                                                               |
|      RTW      Retention Time Window Sample ID A 9 digit number unique for each sample, the first                              |
|               six digits are referred as the job number                                                                       |
|      SCB      Seeded Control Blank                                                                                            |
|      SD       Serial Dilution (Calculated when sample concentration exceeds 50 times the MDL)                                 |
|      UCB      Unseeded Control Blank                                                                                          |
|      SSV      Second Source Verification Standard                                                                             |
|      SLCS     Solid Laboratory Control Standard(LCS)                                                                          |
|      PHC      pH Calibration Check LCSP pH Laboratory Control Sample                                                          |
|      LCDP     pH Laboratory Control Sample Duplicate                                                                          |
|      MDPH     pH Sample Duplicate                                                                                             |
|      MDFP     Flashpoint Sample Duplicate                                                                                     |
|      LCFP     Flashpoint LCS                                                                                                  |
|      G1       Gelex Check Standard Range 0-1                                                                                  |
|      G2       Gelex Check Standard Range 1-10                                                                                 |
|      G3       Gelex Check Standard Range 10-100                                                                               |
|      G4       Gelex Check Standard Range 100-1000                                                                             |
|      Note 1: The Post Spike Designation on Batch QC for GFAA is designated with an "S" added to the current                   |
|      abbreviation used. EX. LCS S=LCS Post Spike (GFAA); MSS=MS Post Spike (GFAA)                                             |
|      Note 2: The MD calculates an absolute difference (A) when the sample concentration is less than 5 times the              |
|      reporting limit. The control limit is represented as +/- the RL.                                                         |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
|                                                                                                                               |
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